[Electra 600 d : results of a three year study (author's transl)].
Electra 600 D has been used in our laboratory for 3 years. The Quick's prothrombine time is the only test routinely performed with satisfactory results. The measure of activated partial thromboplastin time, the assays of factor II, factor V and complex VII + X are unsatisfactory, probably because of the type of the reagents which are used.